Successful aspiration of Mynx vascular closure device sealant that embolized to the popliteal artery.
The Mynx (AccessClosure, Inc) is a vascular closure device that uses extravascular deployment of a self-expanding polyethylene glycol (PEG) sealant delivered during removal of the procedural sheath. An intravascular balloon is inflated at the arteriotomy site to prevent leakage of the sealant into the bloodstream. The complication rate with the Mynx vascular closure device is low, but there have been reports of distal embolization of the sealant. Optimal treatment of this complication is unknown, with limited published data relating only to surgical extraction. This is the first reported case of successful percutaneous aspiration of embolized Mynx vascular sealant.